forwards, so that the patient's legs can rest in any desired position. An upright extends some distance behind the patient's head, and has a cross-bar at the top. The patient grasps adjustable handles, which are fixed to the vertical stem. The central upright is so attached to the saddle that it can be moved forwards in an antero-posterior direction, and thus be accommodated to the spinal curve. The object of the apparatus is to place the patient in as comfortable a position as possible while the jacket is being applied, and to secure a position which will elevate the ribs and produce a certain amount of lordosis involving both the dorsal and lumbar regions. In order that the jacket may fit over the pelvis, it is well to have the legs fully extended in the stirrups. 
